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PROCEDURE FOR VERIFIYING SAYBOLT 

VISCOMETER 

(AASHTO T 72) 

 

 

A. PURPOSE 

 This procedure provides instructions for calibrating the Saybolt viscometer. 

 

B. APPARATUS REQUIRED 

 1. Bath thermometer, calibrated and readable to 0.1 ºC (0.2 ºF). 

 2. Saybolt viscosity thermometer, as listed in Table 1 (AASHTO T 72). 

 3. Saybolt viscometer with orifice and bath. 

 4. Timer, readable to 0.1 second. 

 5. Receiving flask. 

 6. Saybolt viscosity standard oil. 

 7. Thermometer support. 

 8. Withdrawal tube. 

 

C. PROCEDURE 

 Procedure specified in AASHTO T 72-97, Sections 9 and 10, shall be used. 

 

D. TOLERANCE 

The equipment shall meet the tolerances specified in T 72. 
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